Customer guidelines for Next-Generation Sequencing

NCCT Microbiology guidelines for hazardous materials v.1

This section is relevant to you because you either plan to submit libraries or pools for sequencing with a total output below 400 million clusters, or you plan to submit samples from prokaryotic origin.

The NCCT Microbiology laboratory does accept S1 and S2 safety-level materials. Both types of materials have to be clearly announced to the corresponding project manager.

Shipping address:

Universitätsklinikum Tübingen
Institut für Medizinische Mikrobiologie und Hygiene
2. Stock, Labor 2.3.19
Elfriede-Aulhorn-Straße 6
72076 Tübingen
Tel. 07071 29-61951
www.ncct.life
ncct@med.uni-tuebingen.de